Introduction
The development of implantable biosensors for the continuous monitoring of glucose represents a critical step toward the development of an artificial pancreas. Device simplicity and analyte specificity of Clark-type electrochemical glucose sensors have been the primary reasons for their wide use in a range of applications.
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First-generation Clark-type glucose sensors employ the flavoenzyme glucose oxidase (GO x ) immobilized on top of a working electrode. 1 The flavin adenine dinucleotide (FAD) redox cofactor of GO x catalyzes the oxidation of glucose to glucorolactone, as shown in Equations (1) and (2).
Glucose + GO x (FAD) → Glucorolactone + GO x (FADH 2 ) (1)
The generated H 2 O 2 is assessed amperometrically on the surface of the working electrode via Equation (3), which relates current to glucose concentrations as shown in Figure 1 .
In the case of subcutaneously implanted devices, the 1 to 2 orders of magnitude lower oxygen vs glucose concentration, over the normal to hyperglycemic range, present a major problem as there is insufficient oxygen to drive the reaction [Equations (1) and (2)], which eventually leads to signal saturation. 2 Following device implantation, this is further compounded by inflammation, biofouling, and fibrotic encapsulation, which lead to additional variations in glucose-to-oxygen ratios. [1] [2] [3] [4] [5] [6] While a number of semipermeable membranes have been developed to optimize the glucose-to-oxygen ratio, [7] [8] [9] [10] [11] [12] [13] [14] [15] [16] [17] [18] only a few systems have been used with drugreleasing hydrogels, 17, 18 designed to suppress inflammation, biofouling, and fibrotic encapsulation. The typical approach to counter both these issues is the use of overlaid membranes in which the inner membrane limits glucose diffusion and the outer membrane counters fibrotic encapsulation. 19, 20 Such dual membrane systems, however, come at the expense of increasing response time and decreasing sensitivity. 19 In order to reduce membrane thickness and fine-tune permeability, we have employed layer-by-layer (LBL) assemblies based on charged polymers and/or multivalent cations (i.e., Fe 3+ ). 7, 11, 12, 21 In particular, the combination of five humic acid (HA)/Fe 3+ bilayers has been shown to enhance linearity while at the same time reducing sensor response time through the facile outer diffusion of H 2 O 2 . 21 In a separate development, our group has shown that poly(vinyl alcohol) (PVA) hydrogels containing dexamethasone-loaded poly(lactic-co-glycolic acid) microspheres are capable of suppressing inflammation in excess of 1 month. 11, [22] [23] [24] [25] [26] Unlike other systems that use reactive cross-linking agents, 19, 20, 27 both LBL and PVA hydrogels rely on physical cross-linking based on ionic interactions 7, 11, 12, 21, 28 and freeze-thaw (FT)-induced phase separation, 22, 29, 30 respectively, which eliminates the possibility of side reactions with the underlying enzyme layer. The number of freeze-thaw cycles has been shown to exert a strong influence on these hydrogels, controlling both the modulus and the degree of hydration.
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These macroscopic physical attributes of PVA are expected to influence its permeability for glucose and O 2 and, as a consequence, device performance, thereby necessitating a separate investigation of PVA-coated glucose sensors.
With this in mind, we have investigated the performance of glucose sensors coated with stacked LBL/PVA hydrogel membranes as a function of LBL microstructure and the extent of PVA hydrogel FT cycling. It was determined that the PVA hydrogels not only allow for a facile diffusion of glucose and oxygen, but also store oxygen effectively, which is intimately dependent on the number of FT cycles. Consequently, introduction of a PVA hydrogel coating resulted in increased sensor linearity, while registering a significantly lower decrease in sensor sensitivity compared to other stacked membrane systems. 19, 20 More interestingly, sensor performance is controlled solely by the diffusion characteristics of the inner membrane, while the outer PVA hydrogel supplements the sensor oxygen levels. The oxygen-absorbing property of the PVA hydrogel is related to the amount of hydrophobic physically cross-linked domains within the hydrogel, which is directly proportional to the number of FT cycles. Such dual membranes offer significant advantages over presently available outer membranes in lieu of their ability to control tissue reactions through the controlled release of TRMs, while allowing inner diffusion of analytes and supplemental storage of oxygen.
Materials and Methods
Glucose oxidase enzyme (E.C. The fabrication of working electrodes was achieved as described previously. 21 The LBL assembly of semipermeable membranes was performed as described elsewhere. 21 In brief, this was achieved by dipping the GO x -covered working electrodes alternately in solutions of HA or PSS and For the preparation of PVA solutions, 10% (w/v) aqueous solutions of 99% hydrolyzed PVA were preheated to ca. 80°C to facilitate complete polymer dissolution.
For deposition of LBL/PVA hydrogel-stacked membranes, following LBL assembly, devices A 5 , B 5 , and C 5 were coated by dip coating the working electrode in the as prepared PVA solution and were immediately gelled by freezing at -20°C for 2 hours, followed by thawing for 1 hour at room temperature. Subsequently, a number of freeze-thaw cycles (N) were performed, with the total N varying between 1 and 7. Depending on the type of LBL device (A 5 , B 5 , or C 5 ), the stacked devices were denoted as A 5 P N , B 5 P N , or C 5 P N , respectively. It is worth noting here that since surface defects such as cracks and exposed edges in PVA change its analyte diffusion rates, care was taken during dip coating to ensure (1) no cracks, exposed edges, and complete coverage by utilizing an 18-gauge needle-based mold and (2) no trapped air bubbles (by applying low vacuum) in the PVA hydrogel, which generally lead to holes and cracks during FT cycling of the PVA hydrogel.
Degree of swelling of PVA (water uptake) experiments were performed in phosphate-buffered saline (PBS) buffer at room temperature. Air-dried PVA samples with an initial mass of M 0 were weighed and immersed in 20 ml of PBS buffer. At regular time intervals (t), excess fluid from swollen samples was carefully wicked away and the weight change (M t -M 0 ) was recorded. The percent weight change was defined as (M t -M 0 )/ M 0 × 100%. This experiment was repeated as a function of FT cycling. The oxygen content of the PVA hydrogels was used to confirm its oxygen-storing capability as a result of formation of water-free hydrophobic domains that act as physical cross-links. This was achieved by sealing a known amount of dried PVA sample in a glass tube under vacuum. The PVA hydrogel sample was gelled via FT cycling and dried in a desiccator (until no significant weight loss was observed) prior to flame sealing the tube under vacuum to ensure an oxygen-free environment in the sealed glass tube. This hydrogelcontaining sealed glass tube was then placed in an airtight chamber containing 50 ml of deionized water and a commercial oxygen sensor (Mettler Toledo, Model 4100e). Following this step, the test cell was sealed from the atmosphere and N 2 was bubbled in to remove the oxygen in the test cell. When the oxygen concentration in the test cell reached 0 µM (ca. 20 minutes), the PVA hydrogelcontaining glass tube was then crushed to let its oxygen level equilibrate with the surrounding media. The increase in the oxygen level was recorded as a function of the number of FT cycles, and the experiment was repeated in triplicate.
In vitro amperometric experiments were performed as described previously. 21 A 3-hour induction period was allowed in order to attain complete swelling of the PVA hydrogel (see Figure A1A in the Appendix) before commencement of the amperometric experiments.
For determination of apparent Michaelis-Menten constants for glucose (K app m,glu ) and oxygen (K app m,O2 ), along with the linear range sensitivity (LRS) of the sensor, analysis was performed as described elsewhere, 21 using Equation (4):
where J glu is the amperometric current density (Amp/cm , respectively. The LRS of these sensors, which is the initial slope of J glu vs glucose concentration, is determined, as described elsewhere, using Equation (5 It is worth mentioning here that the error for a single sensor tested thrice is close to zero and is negligible.
Results
Figure 1 is a schematic of the cross section of the working electrode for the devices under investigation. The Pt working electrode was coated with a thin (ca. 10 nm) electropolymerized PPD layer in order to block the oxidation of other endogenous species such as ascorbic acid, uric acid, and acetaminophen, which are likely to oxidize at the operating potential of the sensor (selectivity of up to 95% was obtained compared to a bare Pt working electrode, data not shown). 9, 32, 33 The GO x enzyme was subsequently immobilized by dip coating the Pt/PPD electrode in a solution of GO x followed by cross-linking with glutaraldehyde. In order to regulate the inward diffusion of glucose, the GO x -coated, Pt-working electrodes were then coated with five bilayers of HA/Fe 3+ (device A 5 ), HA/PDDA (device B 5 ), or PSS/PDDA (device C 5 ) via LBL assembly. Devices employing stacked LBL/PVA hydrogel membranes were realized by dip coating the LBL membrane-covered working electrode in a PVA solution, followed by repetitive FT cycles to yield devices A 5 P N , B 5 P N , or C 5 P N , where N is the number of FT cycles. It has been well established that FT cycling of aqueous PVA solutions causes water microcrystallization, which in turn causes partial PVA dehydration.
22,29
These water-poor PVA domains self-order into hydrophobic structures and, unless heated to high temperatures (ca. 50-80°C), they remain insoluble in water, thereby acting as physical cross-links. 29 The higher the number of FT cycles, the larger and more ordered these hydrophobic structures become. Galeska and colleagues 22 have shown that the modulus of the hydrated PVA hydrogels increases by an order of magnitude from one to five FT cycles to reach a shear modulus value comparable to that of human tissue. 22, 34 Figure A1A in the Appendix illustrates the uptake of water as a function of the number of FT cycles and the immersion time in PBS buffer solution. Typically these hydrogels reach saturation swelling at ca. 3 hours at room temperature (25°C), while equilibrium is attained in less than 20 minutes at 37°C from the dried state. 22 In addition, saturation swelling decreases steadily by ca. 26% every two FT cycles from 350% for one FT cycle down to 140% for seven FT cycles with minute signs of saturation at higher FT cycles ( Figure A1B in the Appendix). (Figure 2) . The addition of five bilayers of LBL membranes lowered the saturation amperometric response by ca. 60, 25, and 15% for devices A 5 , B 5 , and C 5 , respectively, as obtained from Figures 2 and A3 . Similarly, addition of the PVA hydrogel lowered the saturation amperometric response by ca. 50, 30, and 15% for devices A 5 P 3 , B 5 P 3 , and C 5 P 3 , respectively. Figure 2 . The addition of five bilayers of LBL membranes (device A 21 The incorporation of three FT-cycled PVA layers on top of the LBL membranes (devices A 5 P 3 , B 5 P 3 , and C 5 P 3 ) resulted in a 40 to 75% increase in K app m,glu and a 50% decrease in sensitivity. The trends in LRS and K app m,glu for devices A 5 P 3 , B 5 P 3 , and C 5 P 3 are similar to devices A 5 , B 5 , and C 5 , wherein device A 5 P 3 displayed a threefold higher K app m,glu and an order of magnitude lower LRS than devices B 5 P 3 and C 5 P 3 . The uniform decrease in device LRS by the incorporation of PVA signifies the fact that glucose flux toward the GO x enzyme, and thereby the particular sensor performance, is controlled by the microstructure of the LBL membrane. 21 In order to obtain a more complete picture of the influence of oxygen in these sensors, the K app m,O2 values were also determined for the sensors in Figure 2. Figure 3 depicts the K app m,O2 of all aforementioned sensors as a function of glucose concentration within the physiological observed regime. The K app m,O2 of the control sensor with no outer membrane is shown in Figure A4 in the Appendix. The K app m,O2 of all these sensors tend to saturate at higher glucose concentrations in accordance with earlier reports.
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The addition of five bilayers of LBL membranes resulted in a 65, 9, and 5% decrease in the saturation K Table 1) . The larger the slope, the more depleted these sensors of oxygen are. These data have been obtained from the corresponding amperometric response vs glucose concentration curves of Figures 2A and A5 . The K app m,glu displayed an initial increase at two FT cycles that was followed by a gradual decrease and saturation at higher FT cycles. However, the J max of these devices shows a steady increase until three FT cycles followed by a steady decrease at higher FT cycles. Figure 4B shows the corresponding variation in the initial oxygen slope of these devices according to the number of FT cycles. These data have been obtained from the corresponding K app m,O2 vs glucose concentration curves of Figures 3A and A6. In accordance with the K app m,glu values, the initial oxygen slope of these sensors displayed a minimum at two to three FT cycles before starting to increase and potentially saturating at higher FT cycles.
The well-known feature of PVA to form water-free hydrophobic domains that act as physical cross-links prompted an investigation of its oxygen-storing capability as a function of FT cycles. For this, following application of the desired FT cycles, a known amount of PVA was sealed in a glass tube and crushed to release the specimen in an oxygen-free environment to measure its equilibrated oxygen content. 
Glucose concentration (mM)
Glucose concentration (mM) Glucose concentration (mM)
hydrogels subjected to a 7 N F/T cycle displayed a threefold higher oxygen content than that of hydrogels subjected to 1 N F/T cycles. In addition, the trend in the variation of oxygen content of PVA as a function of the number of FT cycles is in inverse relation to the trend in the saturation swelling of PVA ( Figure A1B in the Appendix).
Discussion
Over the years a number of diffusion-limiting outer membranes that enhance the performance of an implantable glucose sensor have been reported. [7] [8] [9] [10] [11] [12] [13] [14] [15] [16] [17] [18] [19] [20] However, only a few of these membranes are capable of simultaneously reducing the large glucose/O 2 ratio and releasing tissue response modifiers that suppress inflammation and fibrotic encapsulation. With this in mind, a stacked configuration of outer membranes based on ultrathin LBL-assembled films and PVA hydrogels are currently shown to provide a powerful combination to regulate glucose with the inner membrane and improve its ratio with O 2 , while the outer PVA hydrogel layer can be loaded with drug-releasing microspheres capable of suppressing inflammation in excess of 1 month.
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Apart from this drug-releasing ability, PVA hydrogels afford versatile cross-linking via freeze-thaw cycling that alleviates the use of reactive cross-linking agents (which can lead to a number of unwanted side reactions) 30, 36, 37 while maintaining a modulus similar to that of human tissue. Moreover, the well-known permeability of three to five FT-cycled PVA hydrogels for glucose and proteins 38 renders any PVA-induced sensitivity loss minimal. This article demonstrated that the PVA layer possesses another useful attribute to the sensor, which stems from its O 2 -storing capability. This was illustrated by the enhancement in sensor linearity ( Table 1) and by direct experimental measurement of the O 2 content (Figure 5 ). In addition, sensor performance in terms of linearity and sensitivity was shown to peak at two to three FT cycles, which results in a modulus comparable to that of human tissue. 22 The complex behavior of sensor performance (i.e., K (Figure 4) can be understood by taking into account two opposite trends. As shown in Figure 5 , increasing the number of FT cycles increases the PVA oxygen content. However, as the number of FT cycles increases, the PVA water uptake decreases ( Figure A1B in the Appendix) and the modulus increases, thereby leading to a decrease in the hydrogel pore size, which subsequently suppresses analyte (glucose and O 2 cosubstrate) diffusivities. While the former enhances sensor sensitivity, the latter reduces it. These arguments qualitatively explain the initial (below two to three FT cycles) enhancement in sensor performance shown in Figure 4A (in terms of linearity and sensitivity) and Figure 4B (in terms of oxygen dependence), suggesting that storing more oxygen in the vicinity of the GO x enzyme (i.e., PVA over layer) is as effective as storing it within the GO x layer. For higher FT cycles, restriction in both glucose and oxygen diffusivity explains the gradual decay in sensor performance. In order for this to hold, the chemical potential for the inner diffusion of glucose must slightly outweigh that of O 2 . This appears to contradict the expected diffusivities based on their relative size. However, upon closer inspection, the measured diffusivities through (HA/Fe 3+ ) 5 membranes are not that different. 21 When the measured diffusivity ratio of glucose and oxygen through (HA/Fe 3+ ) (ca. 0.8) is compared with the reactivity ratio of GO x (FAD) for glucose and of GO x (FADH 2 ) for oxygen (ca. 4), 39 it becomes apparent that the chemical potential that the oxygen experiences is about three to four times less than that of glucose (a molecule with a much larger size). This explains the need to actively store oxygen within the semipermeable membranes and not rely exclusively on size-dependent diffusivity differences of substrate and cosubstrate.
Conclusions
The performance of miniaturized implantable glucose sensors coated with stacked layer-by-layer and poly(vinyl alcohol) hydrogel outer membranes has been investigated. Such configuration provides effective analyte regulation together with the ability to immobilize various drugreleasing entities within the PVA hydrogel. It was further shown that the outer PVA hydrogel can store O 2 , which improved sensor linearity by 60% to as high as 16 mM of glucose. An increase in the number of FT cycles was determined to increase the oxygen-storing capability of the PVA hydrogel due to the formation of larger hydrophobic domains, acting as physical cross-links. The interplay between sensor performance (in terms of linearity, sensitivity, and oxygen dependence) and oxygen storage was elucidated using various LBL membranes and FT cycles. LBL films based on five bilayers of humic acid/Fe 3+ , along with three FT-cycled PVA hydrogels, were shown to provide the optimum performance along with a modulus that closely matches that of subcutaneous human tissue. Further fine-tuning of these two membranes is expected to extend sensor linearity beyond the currently reported 16 mM of glucose and more closer to the required 22 mM of glucose. Figure A1A depicts the degree of swelling (water uptake) of PVA hydrogels in PBS buffer (pH 7.4) at room temperature as a function of immersion time for various FT cycles. Irrespective of the number of FT cycles, the water uptake increased with immersion time up to 3 hours before saturating at higher immersion times. Water uptake was inversely related to the number of freeze-thaw cycles, with hydrogels subjected to one FT cycle exhibiting a two-to threefold more water uptake than hydrogels with seven FT cycles. This differential water uptake can be related to the extent of physical cross-linking, which decreases porosity and alters fluid uptake. 
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Amperometric response of sensors with no outer membranes Figure A3 shows the amperometric response of glucose with no outer membranes (Pt/PPD/GO x ) as a function of glucose concentration. As can be seen, the response of the sensor increased with increasing glucose concentration before saturating at higher glucose concentrations. Figure A5 shows the amperometric response of devices A 5 P 1 , A 5 P 2 , A 5 P 5 , and A 5 P 7 as a function of glucose concentration (the response of the A 5 P 3 device is shown in Figure 2A ). As before, the response of all the sensors increased with increasing glucose concentration before saturating at higher glucose concentrations. of the A 5 P 3 device is shown in Figure 3A) . The slope of each curve below 4 mM of glucose allowed determination of the K app m,O2 /[Glu] term, which is inversely proportional to the amount of oxygen within the sensor. 
Oxygen dependence of sensors with no outer membranes
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